Laboratory comparison of three occlusal registration methods for identification of induced interceptive contacts.
This study compared the performance of a new computerized occlusal analysis (T-Scan) system with that of Accufilm and Shimstock foil for the registration of tooth contacts on a laboratory model. Induced interceptive contacts were created on epoxy models in a mechanical closing device and the occlusal contacts were recorded for each registration method. The traditional methods were similar to the computerized analysis but the T-Scan system provided additional differential diagnostic information in force and time modes for an improved occlusal analysis.